The DeLuxe RF-250 X-Ray Apparatus may be had 
with Hand Tilted Table or Motor Driven Table. 
It may be had with: 
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One stationary anode tube only 
Two stationary anode tubes 


One rotating anode tube only 


One stationary anode tube and one 
rotating anode tube 








Deluxe Model RF-250 X-ray Apparatus with Fluoro- 
scope Mounted Motor Driven Tilt Table, having 
Seat and Shoulder Rest, 17" x 17" 1/2 second 50 
line 30" focal distance Bucky, Compression Device, 
1/20 second Automatic Reset Timer, Rails, Rollers 
and Blocks for Tilt Tahle, Foot Switch, Cone B 
and Filter, with one Stationary Anode Tube under 
table and one Rotating Anode Tube ever table. 
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The DeLuxe RF-250 X-Ray Apparatus may be had 
with Hand Tilted Table or Motor Driven Table. 
It may be had with: 
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One stationary anode tube only 
Two stationary anode tubes 
One rotating anode tube only 


One stationary anode tube and one 
rotating anode tube 














